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Sub: - Approval of Liquid Analyzer.
Dear Sirs.,

\ .

The following Flameproof equipment manufactured bv vyou and
covered under FM/CSA Test Reports mentioned below are approved for use in
Division 1 hazardous areas coming under purview of the Petroleum Rules,
1976 administered by this Department;

Description FM/CSA Drawing No.
Certificate No. & date
and Date i
1. Microprocessor Qna]vsers FM Certificate No.
Model 54PH & 54C-08 JI.1D0Al1AX 9241170 .00 Rev.B

dt.03/06/97 |
CSA Certificate No. '
LR 4186
dt.10/04/97

2. Model 1181 Two wire FM Certificate No. I
Transmitter & Pre—amplifiers JI.0T3A4 AX 1400153 Rev.A ;
dt.05/09/90 |

3. Model 1181 Electrodaless JI.0Q7A7 AX 1400128 Rev.H
Conductivity Transmitter dt.22/11 /89

4. Model 2081 Series J.TIO22A5 . AX 14400166 Rev.B
Conductivity Transmitter dt.19/09/96 9241213-00 Rev.B

5. Model 1181 PH/ORP JI.DG3AL AX 1400128 Rev.A
Conductivity Transmitter dt.13/07/82
Series 300 Sensors

&. Model 2081 Smart PH JI _5W3A3.46X 1400161 Rev.A
Transmitter dt.30/07/93 924004500 Rev.A

7. Model 3081 PH/ORP JI.122R0.AX 1400168 Rewv.A :
Transmitter dt_16/12/97 9240128300 Rev.A

8. Model 3081C Smart JI.4D2A4 .AX 1400171 Rev.B
Two ?Jir‘e Conductivity dt.03/08/98 G241336~00 Rev.A
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