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Figure 1. FounpaTion fieldbus Menu Tree

Block Meny cenucaton
Resource Transducer: =l Process
Transducer [———=>{ Process Alarms
Sensor Hardware
PV Options
sV Materials
Status > Licenses
Lower sensor trim Status
Methods —1{ Upper sensor trim Methods | —>ITiaster reset
Zero trim Seif testv
LcD LCD o DD Version Info
Process Factory Calibration Upgrade Device
Local Display
Status
Allor Al2: L_type
Quick Config > Channel
All |——{ Common Config —|> XD_Scale
Al2 Advance Config Out_Scale
others 1/0 Reference
PID Connectors
Online
Status Advance
Other Stack Capabilities
All Basic Characteristics
Schedule Basic Info
Basic Statistics
SCHEDULE ———™ :\/Angoflfle Finch Statistics 1
Finch Statistics 2
Detail Queue Overflow Statistics 1
Physical Device Tag Queue Overflow Statistics 2
DETAIL > Address Link Master Parameters
Device ID Link Master Info
Device Revision Current Link Settings
ADVANCE £ Configured Link Settings

Q

ROSEMOUNT

www.rosemount.com

EMERSON.

Process Management




Rosemount 2051

FounDATION Fieldbus Reference Card
00829-0200-4101, Rev AA
July 2009

WARNIN

Read the entire manual before working with the product. The manual is document number
00809-0200-4101 and can be found at www.rosemount.com. For personal and system safety, and for
optimum product performance, make sure you thoroughly understand the contents before installing,
using, or maintaining this product.

For technical assistance, contacts are listed below:

Customer Central

Technical support, quoting, and order-related questions.

United States - 1-800-999-9307 (7:00 am to 7:00 pm CST)

Asia Pacific- 65 777 8211
Europe/ Middle East/ Africa - 49 (8153) 9390

North American Response Center

Equipment service needs.
1-800-654-7768 (24 hours—includes Canada)

Outside of these areas, contact your local Emerson Process Management representative.

Standard Terms and Conditions of Sale can be found at www.rosemount.com\terms_of_sale
The Emerson logo is a trade mark and service mark of Emerson Electric Co.

Rosemount and the Rosemount logotype are registered trademarks of Rosemount Inc.

All other marks are the property of their respective owners.
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