VIEW FROM SIDE

FREE SPACE REQUIREMENTS #550 mm
FOR INSTALLATION AND SERVICE

TRANSMITTER HEAD

DISPLAY UNIT
(OPTION)

CONE

03, BOLTING
(SEE TABLE 1)

FREE SPACE REQUIREMENTS 800 mm
FOR INSTALLATION AND SERVICE

(550 OR 650 mm DEPENDING ON CONE SIZE)
2

L.
\

=E
SEE NOTE

GROUND CONNECTION

(FOR INSTALLATION ACCORDING TO
ATEX/CENELEC)

05, SEAL WINDOW

02, LOOSE FLANGE

HOLE PATTERN ACC TO:

DIN: DN 100 PN6/10/16/25/40
DN 150 PN6/10/16

01
TANK FLANGE

TANK FLANGE |HORIZONTAL WITHIN 5
MAX 300

i

|

i ANSI B16.5: 4" CLASS 150/300
6” CLASS 150/300

TANK TOP

FOR MORE INFO. SEE PRO/5600
INSTALLATION MANUAL
AND INSTALLATION INSTRUCTION

ITEM 04, GASKET

##* [MPORTANT *¥*

GASKET SHALL BE RTR STANDARD
NO OTHER IS PERMITTED.

8102410 (4”/ DN100) OR
#152+10 (6”/ DN150)

VIEW FROM TOP

JUNCTION BOX

CABLE OR CONDUIT CONNECTION,
THREAD FEMALE NPT 1/2” FOR OPTIONAL
INTRINSICALLY SAFE OR NON=—IS OUTPUT.

JUNCTION BOX

CABLE OR CONDUIT CONNECTION,
THREAD FEMALE 2xNPT 1/2" FOR
POWER AND NON—IS OUTPUTS.

-

TABLE 1.
** IMPORTANT **
PTFE WINDOW (PTFE GASKET)
REC. TORQUE (Nm) WITH LUBRICATED SCREWS.
TIGHTEN OPPOSITE SCREWS IN PAIRS.
DIN FLANGES ANSI FLANGES
PN6 PN10 | PN16 PN25 PN40 CLASS150| CLASS300,
DN100 23Nm TINm | TINm 15Nm 15Nm 4 TINm 15Nm
DN150 12Nm 15Nm 15Nm 6" [ 15Nm 1ONm
CERAMIC WINDOMW (GRAPHITE GASKET)
REC. TORQUE (Nm) WITH LUBRICATED SCREWS.
TIGHTEN OPPOSITE SCREWS IN PAIRS.
DIN FLANGES ANSI FLANGES
PN6 PN10 | PN16 PN25 PN40 CLASS150 |CLASS300
DN100 B69NmM 35Nm| 35Nm | 45Nm [ 45Nm | 47 | 35Nm | 45Nm
DN150 36Nm | 46Nm | 46Nm 6" | 46Nm [ 31Nm

(2) SOCKET FLATNESS: WITHIN y=0.1mm FOR CERAMIC WINDOW AND

GAUGE IS 600 mm.

WITHIN y=0.5mm FOR PTFE WINDOW.

SEE INSTALLATION INSTRUCTION, 9240007-

@ RECOMMENDED INSTALLATION DISTANCE FROM TANK WALL TO RADAR
INSTALLATION CLOSER TO TANK WALL MAY

REDUCE PERFORMANCE.

985

05 | SEAL WINDOW 1 PTFE OR CERAMICS RTR
04 | GASKET (SR/RMT STD) 1 EXPANDED PTFE OR GRAPHITE RTR

BOLTING ACC TO FLANGE STD
03 MIN STRENGHT: CLASS 8.8 ! BOLT LENGHT ~100—-110mm CUSTOMER
02 | LOOSE FLANGE 1 RTR
01 TANK FLANGE 1 CUSTOMER
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OR BROUGHT TO THE KNOWLEDGE OF A THIRD PARTY. CONTRAVENTION WILL BE PROSECUTED. ROSEMOUNT TANK RADAR AB, SWEDEN.
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